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SHIPPED: 8-17-54, from New York, N. Y., by Gane & Ingram.
LABEL IN ParT: (Case) “R.S.Powder * * * Madein India.”
RESULTS OF INVESTIGATION : Examination showed that the article contained a

large amount of the ground root of a species of Rauwolfia other than Rauwolfia
serpenting.

 Liserep: 12-9-54, Dist. Conn.
CHARGE: 501 (d) :(2)—the article was a drug represented as Rauwolfia serpen-
tina, and a substance otber than Rauwolfia serpentina had been substituted

in whole or in part when shipped ; and 502 (i) (3)—the article was offered for
sale under the name of another drug.

DisposITION : 4-10-56. - Default—destruction.

4941. Nasal spray. (F.D. C.No.38233. S. No.29-323 M.)

QUANTITY: 288 20-cc.btls. at Newark, N. J.

SHIPPED: 6-15-55, from Brooklyn, N. Y., by Success Chemical Co., Inc.

LABEL IN Part: (Btl) “R/W Tyro-Hist Nasal Spray Decongestant - Anti-

histamine Antibiotic * * * Contains In Aqueous Isotonic Solution: Tyro-
thricin... 0.029%.”

RESULTS OF INVESTIGATION: Analysis showed that the article contained less
than 1 percent of the declared amount of tyrothricin.

LiseLEp: 7-12-55, Dist. N. J.

CHARGE: 501 (c)—the strength of the article, when shipped, differed from that
which it purported and was represented to possess; and 502 (a)—the label

statement “Contains In Aqueous Isotonic Solution: Tyrothricin. . . . 0.02%”
was false and misleading.

DisposITIiON ; 1-10-56. Default—destruction.

4942. Antiseptic solution. (F.D. C. No. 38684. §S.No.18-846 M.)

QUANTITY: 25 cases, 36 4-oz. btls. each, at Mansfield, Ohio.

SHIPPED: Between 1935 and 1954, from points outside the State of Ohio.

Lisersp: 11-18-55, N. Dist. Ohio. |

CHARGE: 501 (c)—the strength of the article, while held for sale, differed from
that which it purperted and was represented to possess (the article contained
less than 25 percent alcohol as declared on its label) ; 502 (b) (2)—the label
statement “Contents 4 fl. ounces” was inaccurate (the article was short

weight) ; and 502 (e) (2)—the label failed to bear a statement of the quantity
of alcohol contained in the article.

‘The libel alleged that certain articles of food were adulterated under the

provisions of the law applicable to foods, as reported in notices of judgment
on foods.

.DISPOSITION : 12—15—55. Default—destruction.

4943. Clinical thermometers. (F.D. C. No.38488. §.No.17-250 M.)
QUANTITY ;. 252 cumcal thermometers at Richmond, Va.

Sﬁmﬁmb : 4—15—55 from Brooklyn, N. Y., by Cardinal Thermometer Co
LABELIN PArT: (Box) “Cardinal Fever Thermometer Kind — Oral.”

AccoMPANYING LABELING: ILeaflet entitled “Certificate of Accuracy For Clini-
. cal Thermometer.” : . .
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RESULTS OF INVESTIGATION : Examination of 24 thermometers revealed that 7
thermometers failed to comply with the requirement for accuracy specified
in CS1-52 issued by the National Bureau of Standards of the Department of
Commerce when tested as described in CS1-52.

Liserep: 10-13-55, E. Dist. Va. :

CHARGE: 501 (c)—the quality of the article, when shipped, fell below that
which it purported and was represented to possess; and 502 (a)—the follow-
ing statements in the labeling accompanying the article, when shipped, were
false and misleading since they were contrary to fact: “We, the undersigned
manufacturers, hereby certify that this registering clinical thermometer has
been tested and found to meet all the requirements and tests specified in Com-
mercial Standard CS1-52, as developed by the trade under the procedure of
the Commodity Standards Division, and issued by the United States Depart-
ment of Commerce.” . _

DisposITION : 1-4-56. Default—destruction.

4944. Clinical thermometers. (F.D. C. No. 38415. §. No. 29-817 M.)

QUANTITY : 204 clinical thermometers at Newark, N. J.

SHIPPED: 6-28-55, from New York, N. Y., by Emrose Thermometer Co.

LaBeL IN Part: (Envelope) “Style Oral Stubby Emrose ‘Medik-Aid’ A
Tested Clinical Thermometer * * * Accurate.”

LiBeLEp: 9-7-55, Dist. N. J.

CHARGE: 501 (c)—the quality of the article, when shipped, fell below that
which it purported and was represented to possess; and 502 (a)—the state-
ments in the labeling of the article, namely, “We, the undersigned distributors
hereby certify that this registering Clinical Thermometer marked E M has
been examined and tested and found to meet all the requirements and tests
specified in commercial standard, CS1-52,” were false and misleading as
applied to the article, which failed to meet the test for accuracy laid down
in Commercial Standard CS81-52, issued by the United States Department
of Commerce.

DisposITION : 10-11-55. Default—destruction.

4945. Clinical thermometers. (F.D. C. No.38496. §S. No.29-999 M.)

QUANTITY : 189 clinical thermometers at Perth Amboy, N. J.

SEIPPED: T-6-55 and 8-22-55, from Brooklyn, N. Y., by the Cardinal Ther-
mometer Co.

LABEL Iy PART: (Box) “Cardinal Fever Thermometer Kind — Stubby.”

AccoMPANYING LABELING: Leaflet entitled “Certificate of Accuracy For Clinical
Thermometer.”

RESULTS OF INVESTIGATION : Examination of 24 thermometers revealed that 4
thermometers failed to comply with the requirement for accuracy specified
in CS1-52 issued by the National Bureau of Standards of the Department of
Commerce when tested as deseribed in CS1-52.

Lieerep: 10-13-55, Dist. N. J. '

CHARGE: 501 (c¢)—the quality of the article, when shipped, fell below that
which it purported and was represented to possess; and 502 (a)—the follow-
ing statements in the labeling accompanying the article, when shipped, were
false and misleading since they were contrary to fact: “We, the undersigned
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